
EXOSKELETONS

Exoskeletons need to react faster than physiological
responses to improve standing balance
Owen N. Beck1,2*†, Max K. Shepherd3,4†, Rish Rastogi2, Giovanni Martino2, Lena H. Ting2,5‡,
Gregory S. Sawicki6,7‡

Maintaining balance throughout daily activities is challenging because of the unstable nature of the human
body. For instance, a person’s delayed reaction times limit their ability to restore balance after disturbances.
Wearable exoskeletons have the potential to enhance user balance after a disturbance by reacting faster
than physiologically possible. However, “artificially fast” balance-correcting exoskeleton torque may interfere
with the user’s ensuing physiological responses, consequently hindering the overall reactive balance response.
Here, we show that exoskeletons need to react faster than physiological responses to improve standing balance
after postural perturbations. Delivering ankle exoskeleton torque before the onset of physiological reactive joint
moments improved standing balance by 9%, whereas delaying torque onset to coincide with that of physiolog-
ical reactive anklemoments did not. In addition, artificially fast exoskeleton torque disrupted the anklemechan-
ics that generate initial local sensory feedback, but the initial reactive soleusmuscle activity was only reduced by
18% versus baseline. More variance of the initial reactive soleusmuscle activity was accounted for using delayed
and scaled whole-body mechanics [specifically center of mass (CoM) velocity] versus local ankle—or soleus fas-
cicle—mechanics, supporting the notion that reactivemuscle activity is commanded to achieve task-level goals,
such as maintaining balance. Together, to elicit symbiotic human-exoskeleton balance control, device torque
may need to be informed by mechanical estimates of global sensory feedback, such as CoM kinematics, that
precede physiological responses.
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INTRODUCTION
The erect bipedal posture of the human body makes it inherently
difficult to maintain balance during everyday tasks. To simply
maintain standing balance, a human’s relatively high center of
mass (CoM) with respect to a small base of support and intrinsically
compliant legs necessitates constant active muscle force production
(1–3). After a disturbance, physiological processes take about 130
ms before ankles begin producing reactive balance-correcting
joint moments (4, 5). This long latency limits a person’s ability to
regain postural equilibrium (6, 7) and is primarily due to the time
required for neural conduction and processing (8). To compensate
for these morphological limitations, researchers have begun devel-
oping wearable exoskeletons to improve human balance during ev-
eryday life (9–14).

Exoskeletons may be able to improve human balance by reacting
to postural disturbances faster than physiologically possible. That is,
electromechanical machines, such as exoskeletons, can detect me-
chanical changes and provide torque to limb joints faster than
humans can evoke reactive joint moments (11, 15, 16). By preceding
human physiological responses, “artificially fast” torque production

can theoretically provide balance-correcting assistance by rapidly
moving the user’s limbs and shifting their center of pressure to
help decelerate the perturbed CoM.

Conversely, the effectiveness of artificially fast exoskeleton
torque in restoring user balance may be diminished because of
the disruption of underlying physiology. Although simple inverted
pendulum dynamics suggest that artificially fast exoskeleton torque
production can improve balance (3, 5), artificially fast exoskeleton
torquemay inhibit the user’s initial balance-correcting responses by
disrupting sensory input (5, 12, 17), yielding suboptimal human-
exoskeleton balance control. After a postural disturbance, the
initial reactive muscle activity that produces measurable joint
moments is well explained by delayed and scaled CoM kinematics
(17–19) and is thought to be driven by proprioceptive sensory in-
formation from throughout the body (17). For example, regardless
of how perturbations alter ankle-joint or plantar flexor muscle me-
chanics (18, 20, 21), there remains notable initial reactive plantar
flexor muscle activity to help decelerate the perturbed CoM (18,
20, 21). Thus, if artificially fast exoskeleton torque quickly deceler-
ates the perturbed CoM and/or reduces proprioceptor firing rates
throughout the body, the ensuing initial reactive agonist muscle ac-
tivity may also decrease. However, experimental data from balance-
improving exoskeletons yield conflicting evidence regarding
whether device torque decreases or increases initial reactive
agonist muscle activity (11, 12). Furthermore, exoskeleton studies
suggest that device torque increases antagonist (dorsiflexor)
muscle activity versus baseline, indicating that users resist artificial-
ly fast device movements (22–24).

Delaying exoskeleton torque to complement the user’s unaltered
physiological response may elicit ideal human-exoskeleton balance
control. Such “physiologically delayed” torque could be implement-
ed using myoelectric or electroencephalographic control (25–27).
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Functionally, delaying exoskeleton torque onset would effectively
scale the user’s initial reactive joint moments after a perturbation.
In turn, such supplemented joint moments may better keep the user
within their limits of stability (6) and improve overall balance com-
pared with artificially fast exoskeleton torque.

To inform the development of balance-improving exoskeletons,
we sought to determine whether artificially fast or physiologically
delayed ankle ExoBoot (Dephy Inc., Maynard, MA, USA) torque
better improves user standing balance compared with a “baseline”
condition of no added ExoBoot torque. Because artificially fast
torque production may yield suboptimal physiological responses
after a disturbance, we hypothesized that delivering delayed
balance-correcting ankle ExoBoot torque along with the body’s
initial reactive ankle moments would better improve user balance
compared with baseline. To test this hypothesis, we quantified the
standing balance threshold of 10 participants during backward, po-
sition-controlled support surface translations with three ExoBoot
conditions (movie S1): baseline, artificially fast, and physiologically
delayed torque. We defined standing balance threshold as the
support surface translation magnitude that causes participants to
lose standing balance 50% of the time (28). Throughout each
support surface translation, we assessed participant neurome-
chanics via CoM kinematics, ankle joint and soleus fascicle me-
chanics, and the initial soleus and tibialis anterior muscle
activity (Fig. 1).

RESULTS
Experimental protocol
The evoked support surface translations challenged users' balance
by rapidly moving their feet (base of support) posteriorly. The

magnitude of each support surface translation was set by an iterative
algorithm (29) that estimated participant standing balance thresh-
old at the respective trial’s ExoBoot condition. Across trials, Exo-
Boots randomly produced one of the following torque conditions
(Fig. 1): baseline, artificially fast, and physiologically delayed. The
baseline ExoBoot condition maintained 1 Nm of plantarflexion
torque throughout the trial. The artificially fast ExoBoot condition
provided plantar flexor torque beginning 68 ± 11 ms (average ± SD)
after perturbation onset, rising to 30 Nm over 50 ms and then de-
clining to 0 Nm over the subsequent 150 ms. The physiologically
delayed ExoBoot condition provided plantar flexor torque begin-
ning 171 ± 15ms after perturbation onset and produced an identical
torque profile as the artificially fast condition.

Consistent with our study design, the artificially fast and physi-
ologically delayed ExoBoot conditions provided plantar flexor
torque before and along with (or slightly after) the participant’s
initial reactive joint moments, respectively. During baseline, the
participant’s largest plantar flexormuscle, the soleus, began produc-
ing reactive muscle activity 101 ± 14 ms (average ± SD) after pertur-
bation onset. In turn, B-mode ultrasonography revealed that
participant soleus fascicles began shortening 108 ± 22 ms after per-
turbation onset (8). Because of the delay between initial muscle fas-
cicle shortening and measurable ankle moment production,
balance-correcting plantar flexion moments likely initiated about
130 ms after perturbation onset (4, 5).

Standing balance threshold
Artificially fast ExoBoot torque improved participant standing
balance threshold compared with baseline, whereas physiologically
delayed ExoBoot torque did not. Numerically, participants with-
stood 9% greater perturbations when the ExoBoots provided an

Fig. 1. Balance perturbations and neuromechanical measures. (A) Depiction of a backward support surface translation with artificially fast ExoBoot torque (red), a
surface EMG electrode (orange), and a B-mode ultrasound probe (green). (B) Top to bottom: Theoretical support surface displacement, corresponding processed soleus
muscle activity, change in soleus fascicle length, change in biological ankle moment (gray), and the artificially fast (red) and physiologically delayed (blue) exoskeleton
torque splines. Vertical dashed lines represent the onset of the indicated parameter(s).
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artificially fast torque compared with baseline (P < 0.001) (Fig. 2B).
However, providing ankle torque along with the body’s initial reac-
tive moments did not improve standing balance threshold versus
baseline (P = 0.128) (Fig. 2B). Together, these data suggest that exo-
skeletons need to react faster than physiologically capable to
improve user standing balance.

Below, we report P values and effect sizes (β) from linear mixed
models that describe how ExoBoot torque onset timing influenced
salient whole-body, ankle, and underlying agonist and antagonist
muscle neuromechanics at a single perturbation magnitude: the
participant-averaged baseline standing balance threshold (23.3 cm).

CoM mechanics
Artificially fast ExoBoot torque better kept the user’s CoM within
the base of support compared with baseline. To reveal how artificial-
ly fast ExoBoot torque altered user inverted pendulum mechanics
before physiologically delayed torque onset, we assessed CoM kine-
matics 150ms after perturbation onset. At 150ms after perturbation
onset, artificially fast ExoBoot torque translated user center of pres-
sure 88% farther forward (β = 3.5 cm, P < 0.001) than baseline.
Throughout the support surface translation, this early translation
of the center of pressure slightly decreased peak CoM acceleration
(ExoBoot and surface displacement interaction, β = −49 cm/s2,
P < 0.001), reduced peak CoM velocity by 17% (β = −10.5 cm/s,
P < 0.001), and reduced peak CoM horizontal distance from the
base of support by 21% (β = −1.1 cm, P = 0.010) versus base-
line (Fig. 3).

Unlike artificially fast torque, physiologically delayed torque
onset occurred too late to alter user biomechanics within 150 ms
after perturbation onset. However, physiologically delayed torque

increased the forward translation of the center of pressure by 7%
at 300 ms after perturbation onset (β = 0.9 cm, P < 0.001)
(Fig. 3A), which slightly reduced peak CoM acceleration (β = −2
cm/s2, P = 0.013) versus baseline (Fig. 3B). This minor change in
CoM acceleration did not measurably reduce peak CoM velocity
(P = 0.143) or the horizontal displacement from the base of
support (P = 0.471) with respect to baseline (Fig. 3, C and D).

Ankle mechanics
At the ankle, both artificially fast and physiologically delayed torque
increased total joint moments and reduced the dorsiflexion caused
by the support surface translation. Artificially fast torque increased
total ankle moments during the initial 150 ms after perturbation
onset (peak total ankle moment 0 to 150 ms after perturbation
onset: β = 10 Nm, P < 0.001) (Fig. 4, A and B). Such moments
reduced peak dorsiflexion by 85% (β = −3.9°, P = 0.039) and tran-
sitioned the ankle to plantarflexion rotations 57% sooner (β = −110
ms, P < 0.001) than during baseline (Fig. 4, C andD).Within 300ms
of perturbation onset, physiologically delayed torque increased peak
total ankle moments 17% (β = 8 Nm, P < 0.001) despite incurring
30% lower biological ankle moments (β = −14 Nm, P < 0.001)
versus baseline. These increased total ankle moments reduced
peak ankle dorsiflexion by 14% (β = −0.7°, P = 0.008) and initiated
plantarflexion 22% earlier compared with baseline (β = −43 ms,
P = 0.003) (Fig. 4, C and D).

Muscle fascicle mechanics
By altering ankle mechanics, artificially fast torque virtually elimi-
nated the underlying soleus fascicle tensile force and stretch due to
the support surface translation. Specifically, artificially fast torque
reduced soleus fascicle force from 70 to 150 ms after perturbation
onset (73% less fascicle force at 150 ms after perturbation onset:
β = −283 N, P < 0.001) (Fig. 5A). Furthermore, the decreased
forces along the muscle-tendon contributed to 76% less peak
soleus fascicle stretch (β = −0.3 mm, P < 0.001) and 46% slower
peak lengthening velocities (β = 1.8 mm/s, P < 0.001) imposed by
the support surface translation (Fig. 5B). Alternatively, physiologi-
cally delayed torque did not alter ankle mechanics enough to elicit
measurable differences in peak soleus fascicle stretch, velocity, or
the time thereof versus baseline (both P ≥ 0.597) (Fig. 5, A and B).

Reactive muscle activity
Because artificially fast ExoBoot torque reduced CoM excursion
(Fig. 3D), ankle dorsiflexion (Fig. 4C), and soleus muscle fascicle
force and stretch (Fig. 5, A and B) during the initial 150 ms after
perturbation onset versus baseline, the sensory signals driving
initial motor responses were likely diminished. Our results demon-
strate that artificially fast torque reduced the soleus’ initial reactive
muscle activity by 18% (β = −0.08, P = 0.004) compared with base-
line (Fig. 5C). Neither artificially fast nor physiologically delayed
torque altered the latency of the soleus’ initial reactive muscle activ-
ity (P ≥ 0.284) versus baseline. Physiologically delayed torque did
not affect the amplitude of the soleus’ initial reactive muscle activity
(P = 0.079) versus baseline (Fig. 5). Moreover, in contrast to previ-
ous exoskeleton experiments (22–24), the initial reactive muscle ac-
tivity in the primary antagonist muscle (the tibialis anterior) was
unaltered by either experimental ExoBoot condition (P ≥ 0.054)
versus baseline (Fig. 5D).

Fig. 2. Standing balance performance. (A) Left: Representative participant’s ex-
perimental trial order per ExoBoot condition: baseline (gray), artificially fast (red),
and physiologically delayed (blue). ExoBoot conditions are randomly interleaved.
Filled symbols indicate that the participant was unable to maintain standing
balance during the respective trial. Right: The percentage that the representative
participant was unable to maintain standing balance at each surface translation
magnitude and ExoBoot condition. Symbol size is proportional to the number
of experimental trials at the indicated support surface translation magnitude
and ExoBoot condition. Solid lines are the psychometric curve fit that we used
to determine standing balance threshold, which is the surface translation magni-
tudewhere participants were unable tomaintain standing balance half of the time.
(B) Average ± SE standing balance thresholds across ExoBoot conditions (colored
symbols) with individual participant data (gray, n = 9). Asterisk (*) denotes signifi-
cance between the artificially fast and the alternative conditions (P < 0.05).
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Further analyses suggest that the initial reactive plantar flexor
muscle activity relates better to whole-body mechanics than local
ankle or muscle fascicle mechanical changes. Muscle propriocep-
tors primarily drive the initial burst of reactive muscle activity
(17, 18). Accordingly, we compared CoM-, ankle-, and muscle-
level parameters that may be encoded by leg muscle spindles and
Golgi tendons: CoM acceleration and velocity; biological ankle
angle and moment; and soleus fascicle force, length, and velocity.
User CoM velocity accounted for 0.27 to 0.45 more variance (0 to

1 scale) in the soleus’ initial reactive muscle activity compared with
each of the aforementioned CoM-, ankle-, and muscle-level param-
eters across trials (P ≤ 0.001) (Fig. 6). Within the artificially fast
ExoBoot trials, CoM velocity explained 0.57 to 0.78 more variance
in the soleus’ initial reactive muscle activity than the alternative var-
iables (P < 0.001) (Fig. 6).

DISCUSSION
To help overcome unstable characteristics of the human body, trig-
gering balance-correcting exoskeleton torque using mechanical
signals may be more effective than using physiological signals,
such as using CoM velocity versus muscle activity. Providing
ExoBoot torque before the onset of reactive ankle moments im-
proved user balance, whereas delaying torque production to

Fig. 3. CoM kinematics. Left: Time series data of average horizontal (A) center of
pressure (CoP) displacement, (B) CoM acceleration, (C) CoM velocity, and (D) CoM
minus base of support displacement at the same perturbation magnitude. Vertical
dashed and solid lines indicate perturbation onset and 150 ms thereafter, respec-
tively. Right: Average ± SE (A) CoP displacement 150 ms after perturbation onset,
(B) peak CoM acceleration, (C) peak CoM velocity, and (D) peak CoM minus base of
support horizontal displacement, with individual participant data (gray). (A) and
(B) contain n = 4, and (B) and (C) contain n = 3. We only displayed participants
who performed successful, balance-maintained trials in each ExoBoot condition
at the same perturbation magnitude. Positive y-axis values indicate body move-
ment with respect to the base of support in the direction that the participant is
facing. Statistics pertain to all analyzed participants across multiple perturbation
magnitudes (n = 9). Single asterisk (*) denotes significance between baseline and
artificially fast ExoBoot conditions (P < 0.05). Double asterisks (**) denote signifi-
cant interaction between ExoBoot condition and support surface displacement
that yields greater peak CoM acceleration in baseline versus the other two condi-
tions (P < 0.05).

Fig. 4. Ankle mechanics. Left: Time series data of average (A) net ankle moment,
(B) ExoBoot torque, (C) net biological (Biol) ankle moments, and (D) ankle angle.
Right: Average ± SE (A) peak ankle moment within 150 ms after perturbation mag-
nitude, (B) delay between perturbation onset and ExoBoot torque onset, (C) peak
biological anklemoment production throughout the support surface translation (0
to 500 ms), and (D) peak change in ankle dorsiflexion throughout the support
surface translation, with individual participant data (gray). Panels contain n = 4,
except for (B), which includes n = 8. We only displayed participants who performed
successful, balance-maintained trials in each ExoBoot condition at the same per-
turbation magnitude. Statistics pertain to all analyzed participants across multiple
perturbation magnitudes (n = 9). Asterisks (*) denote significance between the in-
dicated artificially fast or physiologically delayed ExoBoot condition and base-
line (P < 0.05).
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coincide with the initial physiological reactive ankle moments did
not. This finding contrasted with our hypothesis that physiological-
ly delayed torque would improve user balance more than artificially
fast torque. Artificially fast torque improved user balance, although
it disrupted the initial sensory feedback about the ankles. Despite
the disrupted local sensory feedback, the initial reactive ankle
muscle activity was fairly consistent across ExoBoot conditions,
supporting the notion that initial reactive leg muscle activity is
broadly driven by sensory information from throughout the body

and not just the ankle (5, 17–19, 21). On the basis of these findings,
commanding artificially fast balance-correcting exoskeleton torque
using global mechanical estimates of sensory feedback, such as CoM
kinematics, may predict and precede the user’s natural reactive re-
sponses to better maintain balance than using local joint- or
muscle-level mechanics. Moving forward, these principles of
human-exoskeleton balance control may generalize across user neu-
romechanical states and balance contexts, including walking.

Providing balance-correcting exoskeleton torque faster than
physiological reactive joint moments limits the body’s initial desta-
bilization after a postural disturbance. The musculoskeletal system’s
intrinsic mechanical properties set the initial dynamics of a per-
turbed body (17). In particular, leg joints provide a baseline resis-
tance to perturbations (1, 2), which affect body segment
accelerations while reactive physiological responses process (4, 5).
In our study, artificially fast ExoBoot torque augmented the intrin-
sic mechanical resistance of the user’s body by reducing ankle dor-
siflexion and translating the center of pressure forward earlier than
baseline. These early mechanical changes improved user balance by
decelerating the perturbed CoM and better keeping it within its base
of support (3). On the contrary, despite producing an identical
torque profile, delaying ExoBoot torque to coincide with physiolog-
ical reaction times did not change the user’s mechanics enough to
improve user balance. Thus, using an assistive device to “strength-
en” participant reactive response may not improve balance as much
as implied by previous studies (30, 31).

Artificially fast ExoBoot torque disrupted local ankle mechanics
driving sensory encoding, but the ankle’s ensuing physiological re-
sponses were largely maintained. Unlike that typically observed
during backward support surface translations, artificially fast
torque essentially prevented the user’s ankle joint from dorsiflexing
(19, 20, 32) and, in turn, the underlying soleus fascicles from
stretching. Such altered muscle-tendon mechanics practically elim-
inate initial sensory feedback from agonist ankle muscle spindles
and Golgi tendons (33–38), the predominant sensory receptors af-
fecting initial reactive muscle activity (17, 18). Alternatively, antag-
onist leg muscles probably stretched more rapidly because of
external tensile forces imposed by artificially fast ExoBoot torque.
However, both the ensuing initial reactive agonist (soleus) and an-
tagonist (tibialis anterior) muscle activity hardly changed during
the artificially fast condition compared to baseline, indicating that
balance-correcting exoskeletons may be able to reposition individ-
ual leg joints without concomitant changes in the initial underlying
physiological responses.

On the contrary, initial reactive leg muscle activity is thought to
be driven by sensorimotor feedback signals throughout the body to
accomplish task-level goals (17–20), such as maintaining standing
balance. Consistent with this theory, across ExoBoot conditions, our
participant cohort’s reactive soleus activation somewhat resembled
perturbed CoM kinematics, which approximate “global” sensori-
motor signals (17, 19, 32). Accordingly, commanding balance-cor-
recting exoskeleton torque using CoM kinematics, or other
estimates of global sensory feedback, may act in congruence with
subsequent physiological muscle activity. In other words, because
CoM kinematics relate to reactive leg muscle activity, tuning exo-
skeleton torque to the perturbed CoM kinematics should yield sym-
biotic human-exoskeleton balance responses.

We tested our hypothesis while controlling for the user’s neuro-
mechanical state. We regulated participant initial position and

Fig. 5. Soleus neuromechanics. Left: Time series data of average (A) soleus fas-
cicle force, (B) change in soleus fascicle length, (C) normalized soleus activation,
and (D) normalized tibialis anterior (TA) activation. Vertical dashed and solid lines
indicate perturbation onset and 150 ms thereafter, respectively. Shaded regions
show thewindow of the initial burst of reactionmuscle activity. Right: Average ± SE
(A) soleus fascicle force 150 ms after perturbation onset, (B) peak soleus fascicle
stretch, (C) normalized soleus initial reactive muscle activity, and (D) normalized
TA initial reactive muscle activity, with individual participant data (gray). Panels
contain n = 4. We only displayed participants who performed successful,
balance-maintained trials in each ExoBoot condition at the same perturbation
magnitude. Statistics pertain to all analyzed participants across multiple perturba-
tion magnitudes. Asterisks (*) denote significance between the indicated artifi-
cially fast or physiologically delayed ExoBoot condition and baseline (P < 0.05).
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randomized ExoBoot conditions, yielding consistent postural con-
figurations, baseline muscle activity, and feedforward control of the
body’s intrinsic mechanical properties (39–41). Furthermore, the
randomization of the ExoBoot conditions controlled for variations
in participant central reactive feedback gains (Eq. 3) (18, 19, 32),
enabling perturbed mechanics to drive user sensorimotor feedback
responses. Therefore, we conclude that the observed 18% reduction
in reactive soleus muscle activity during the artificially fast versus
baseline condition was related to altered sensory feedback, not
altered feedforward or feedback control. Despite the scientific
merits of our study, people constantly adapt their feedforward
and feedback control during daily life (5, 17). Thus, to ultimately
improve human balance outside of the laboratory, ideal exoskeleton
controllers may need to account for the user’s constantly changing
feedforward and feedback neuromechanical elements.

Our study has potential limitations. We could not identify the
exact onset of reactive ankle moments during support surface trans-
lations or the precise transfer of device torque to the user. Rather, we
estimated the onset of reactive ankle moments using measured
soleus muscle activity and literature-estimated delays (10 to 50
ms) (4, 5, 8). In addition, we conservatively estimated ExoBoot
torque transfer to the user’s skeleton using a combination of labo-
ratory signal syncing, computing commanded versus actual device
current, approximating human-device interface delays, and

comparing participant inverse dynamics across ExoBoot conditions
(see Materials and Methods). Perhaps more precisely aligning
device torque to user reactive moments would have enabled physi-
ologically delayed torque to improve user balance compared with
baseline. Moreover, we did not directly measure ExoBoot torque.
Instead, we relied on motor current, the manufacturer-specified
motor constant (42), and our characterization of the nonlinear
transmission. The evoked motor current was identical between
the artificially fast and the physiologically delayed conditions, en-
abling us to evaluate how ExoBoot torque onset latency influenced
standing balance threshold while controlling for device torque am-
plitude. In addition, there is likely an ideal balance-correcting
torque amplitude that depends on device torque onset latency
and the body’s perturbed dynamics, which affect the user’s reactive
feedback control (5). Accordingly, the ability of artificially fast and
physiologically delayed ExoBoot torque to improve user balance can
likely be enhanced further than that observed in the present study
by tuning device torque amplitude and latency in concert. Human-
in-the-loop optimization offers a promising solution for determin-
ing ideal exoskeleton torque parameters that enable users to main-
tain balance during ever-challenging disturbances (43–46).

Exoskeletons may need to react faster than physiologically pos-
sible to improve user balance across postures and movements. To
date, providing exoskeleton torque to user leg joints faster than

Fig. 6. Global and local mechanics relating to reactive soleus muscle activity. (Left) Depiction of support surface translations with each ExoBoot condition about 100
ms after perturbation onset. (Middle left) Representative time series of mechanical measures with gains (ksub) and delays (λsub) added to the time of perturbation onset
(t0) (n = 1). (Middle right) Representative normalized soleus muscle activity (black line) with the best fit of the correspondingmechanical measures (colored shaded) with
tuned gains and a constant delay (n = 1). (Right) The variance of the soleus’ initial reactive muscle activity accounted for (VAF) by each mechanical measure across
participants (n = 8). (A), (B), and (C) portray baseline, artificially fast, and physiologically delayed ExoBoot conditions, respectively. The three indicated biomechanical
measures are CoM velocity (gold, _xCoM), net ankle moment (purple, MAnk), and soleus muscle fascicle lengthening velocity (green, VFas). Asterisk (*) denotes significance
between _xCoM and other measures (P < 0.05). Two asterisks (**) denotes significance between indicated variable and VFas.
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physiologically possible has improved user balance during main-
tained standing (present study) and reactive stepping (11). Consis-
tent with the standing balance results, a previous study showed that
providing exoskeleton torque at physiological latencies did not
improve user balance during perturbed walking (47). Previous exo-
skeleton stepping (11, 12) and walking (47) studies used CoM-ini-
tiated perturbations, which likely elicited greater initial visual and
vestibular sensory feedback than support surface translations (5,
48). However, CoM-initiated perturbations do not yield faster
user reactive responses than support surface translations (49, 50).
Moreover, across a variety of postural perturbations (18, 19, 32) as
well as during walking (51–53), CoM kinematics relate to delayed
user reactive balance responses. Hence, placing wearable sensors
near the user’s CoM may inform balance-correcting exoskeleton
torque better than distally located sensors. We envision that exo-
skeletons for daily use will soon improve user balance by predicting
and preceding the underlying physiological responses to postural
perturbations.

MATERIALS AND METHODS
Participants
Ten healthy adults participated in this study after providing in-
formed written consent in accordance with the Emory University
Institutional Review Board (average ± SD; four female and six
male; age, 26.3 ± 2.0 years; height, 1.78 ± 0.12 m; mass,
79.1 ± 13.9 kg).

ExoBoots
After informed consent, participants donned bilateral ExoBoots
(EB504; Dephy Inc., USA). Each ExoBoot comprised a commercial
boot with a carbon fiber plate embedded in the midsole and a quasi-
direct drive actuator mounted laterally that could apply up to 30Nm
of plantarflexion torque. A nonlinear, unidirectional cable-based
transmission connected the motor to the ankle joint. Open-loop
torque control was implemented via closed-loop current control,
with motor torque calculated from current using the manufactur-
er-specified motor constant [characterized in (42)], and ankle
torque was calculated frommotor torque using our internal charac-
terization of the nonlinear transmission ratio (generally between
10:1 and 14:1 in the tested range of motion).

A Raspberry Pi 4B read in sensor data and commanded actuator
torque at 200 Hz via USB (Raspberry Pi Foundation, UK). Using a
custom Python script, we commanded ExoBoots to provide plantar-
flexion torque after onboard accelerometers detected the onset of a
backward support surface translation. The three axes of acceleration
signals were high pass–filtered with a second-order, 1-Hz Butter-
worth filter. A perturbation was detected if ExoBoot acceleration
was greater than 147 cm/s2 in the posterior direction and less
than 98 cm/s2 in both medial and lateral directions in either
ExoBoot. During the baseline condition, 1 Nm of plantarflexion
was applied to maintain cable engagement. In the artificially fast
condition, a piecewise cubic hermite interpolating polynomial
with torque is defined as a function of time initiated immediately
after perturbation detection (time vector: time = [0 ms, 50 ms,
200 ms] and torque vector: torque = [0 Nm, 30 Nm, 0 Nm]). In
the physiologically delayed condition, this same spline was com-
manded after an additional 100-ms delay (Fig. 1).

We could not identify the precise transfer of ExoBoot torque to
the user. Thus, we estimated ExoBoot torque transfer to the user’s
skeleton using a combination of laboratory sync tests to quantify the
delay between (i) perturbation onset and ExoBoot perturbation de-
tection (average ± SD, 14 ± 6 ms), (ii) desired versus measured
ExoBoot current (average ± SD, 27 ± 5 ms), as well as by (iii) com-
paring participant inverse dynamics across ExoBoot conditions
(average ± SD; artificially fast: 68 ± 11 ms; physiologically
delayed: 171 ± 15 ms). Using inverse dynamics, we assumed that
the artificially fast and physiologically delayed trial’s initial peak
total ankle moment occurred 50 ms after ExoBoot torque onset.
From these estimates, artificially fast and physiologically delayed
ExoBoot torque initiated between 41 to 68 ms and 141 to 171 ms
after perturbation onset, respectively. The range of these estimates
indicated that artificially fast and physiologically delayed ExoBoot
torque onset occurred earlier and later, respectively, than measured
initial reactive soleus muscle activity—enabling us to test our hy-
pothesis. We conservatively interpreted the longest estimate of
ExoBoot torque onset throughout the article.

Standing balance threshold
Participants performed standing balance trials on a custom plat-
form with embedded force plates (Factory Automation Systems,
USA) (54, 55). Each trial began with participants standing still on
a platform, wearing bilateral ExoBoots and a safety harness, with
their arms crossed about their torso and each ExoBoot on a separate
force plate. In this position, we perturbed participants by com-
manding the platform to rapidly translate backward (move their
feet behind their body) (Fig. 1). We instructed participants to main-
tain standing balance throughout each trial, which was accom-
plished if they did not fall (caught by safety harness), take a step,
or move their arms from their torso. If participants fell, took a
balance-regaining step, or moved their arms from their torso,
they were considered unable to maintain standing balance for the
respective trial. All backward support surface translations lasted
about 500 ms, which we accomplished by scaling platform acceler-
ation and velocity with displacement. After each perturbation, par-
ticipants stood for at least 4 s before experiencing a subsequent
perturbation.

We performed backward support surface translations to deter-
mine how each ExoBoot condition affected user standing balance
threshold, which is the perturbation magnitude where participants
could maintain standing balance in half of the trials. To quantify
standing balance threshold for each participant and ExoBoot con-
dition, we conducted 25 perturbations per ExoBoot condition using
QUEST, an iterative parameter estimation algorithm (29). QUEST
is a Bayesian adaptive psychophysics algorithm that sets each trial to
the current best estimated standing balance threshold using a psy-
chometric curve fit from the respective ExoBoot condition’s previ-
ous trials, including a prior that was set before the
experiment (Fig. 2A).

In the QUEST algorithm, some parameters describing the psy-
chometric curve were fixed for the running fit: We used a cumula-
tive normal function as the shape of the psychometric curve,
assumed a lapse rate of 3%, fixed the slope at 1, and only allowed
threshold to vary (Fig. 2A). During testing, perturbation displace-
ment was rounded to the nearest integer (in centimeters). After all
participants completed the experiment, across-participant data
were pooled (normalized using previously calculated thresholds)
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to calculate across-participant slope and lapse rate values more ac-
curately, which we deemed to be similar for each participant. From
these new fixed values (lapse rate, 13%; slope, 1.6), we fit psycho-
metric curves and calculated final standing balance thresholds.
We removed standing balance threshold and neuromechanical
data from one participant because they preemptively crouched
before the support surface translations.

Protocol
Overall, each participant experienced 106 support surface transla-
tions. The first six trials were “practice” and involved 12-cm back-
ward support surface translations: two baseline trials, two artificially
fast trials, and two physiologically delayed trials. Next, participants
experienced 75 backward and 25 forward perturbations. The 75
backward perturbations consisted of 25 trials at each of the three
ExoBoot conditions. The 25 forward perturbations were imple-
mented to mitigate the participant’s adapting feedforward strategies
to consistent backward perturbations (32, 56). We randomized the
order of all 100 perturbation trials. To reduce the potential effects of
fatigue, participants performed a seated rest for at least 5 min after
every 25 trials.

Neuromechanical analyses
To evaluate how artificially fast and physiologically delayed
ExoBoot torque influenced user standing balance threshold versus
baseline, we analyzed participant neuromechanics (CoM, ankle,
and fascicle mechanics as well as muscle activity) during successful
balance-maintained trials at two different participant-specific per-
turbation magnitudes: standing balance threshold for each ExoBoot
condition and the highest perturbation magnitude in which there
was a successful trial for all three ExoBoot conditions. If there was
no perturbation magnitude where the participant successfully
maintained standing balance across all three ExoBoot conditions,
we analyzed the highest successful perturbation magnitude with
two different ExoBoot conditions. Overall, our results were
derived from successful experimental trials spanning perturbation
magnitudes between 81 and 100% of each participant’s standing
balance threshold.

CoM and ankle mechanics
We quantified sagittal plane CoM and ankle biomechanics using
two-dimensional ground reaction forces (1000 Hz) and a motion
capture system that tracked reflective markers over each partici-
pant’s body (100 Hz). We placed motion capture markers superfi-
cial to the body after a custom bilateral Helen Hayes 33-marker set
that included the following segments: head-arms-trunk, thigh,
shank, and foot. Marker placement was consistent with (19, 57),
plus four additional markers per foot ankle (medial malleolus,
medial and lateral calcaneus, and head of the fifth metatarsal).
We filtered ground reaction forces and marker data using fourth-
order low-pass filters with cutoffs of 50 and 10 Hz, respectively.
We performed inverse dynamics with the filtered kinematics and
force data using OpenSim Gait 2392 model (58). We generated
joint angle trajectories by minimizing the tracking error between
virtual and experimental marker trajectories: average kinematic
marker root mean square error was 1.0 cm, and average
maximum marker error was 3.5 cm (59). After inverse dynamics,
we calculated the anterior-posterior center of pressure along the
foot as well as horizontal CoM acceleration, velocity, and position

throughout each trial using horizontal ground reaction forces and
the weighted sum of segment masses (60). Because of motion
capture marker disappearance that caused model errors, we
omitted inaccurate CoM velocity and position results from four par-
ticipants (omitted 7 of 27 possible participant-ExoBoot conditions).
We computed right ankle angle in addition to total and biological
right ankle moment throughout each trial. Total ankle moment was
the net ankle moment provided by the exoskeleton torque and bi-
ological ankle moment. To calculate biological ankle moment
(Mbio), we subtracted the commanded exoskeleton torque (τexo)
from the total ankle moment (Mtot) (Eq. 1).

Mbio ¼ Mtot � τexo ð1Þ

Soleus fascicle mechanics
During each trial, we tracked participant right soleus muscle fascicle
lengths and angles using a linear-array B-mode ultrasound probe
that was superficial to the medial gastrocnemius (115 Hz;
Telemed, Vilnius, Lithuania). We filtered muscle fascicle length
and pennation angle using a fourth-order low-pass Butterworth
filter (10 Hz). Next, we calculated soleus fascicle force (Fsol). To
do this, we divided biological ankle moment (Mbio) by the Achilles
tendon moment arm (rAT) to compute plantar flexor muscle-
tendon force. Next, we attributed 46% of the plantar flexor
muscle-tendon force to the soleus on the basis of its cross-sectional
area relative to all plantar flexor muscles (CSAsol/pf ) (61). Last, we
divided soleus force acting along themuscle-tendon by the cosine of
soleus muscle fascicle pennation angle (cosθpen), thereby yielding
soleus muscle fascicle force (Fsol) (Eq. 2).

Fsol ¼

Mbio
rAT

� �
CSAsol=pf

cosθpen
ð2Þ

Electromyography
During each trial, we recorded surface electromyography (EMG)
signals from the participant’s right soleus and tibialis anterior
muscles (1000 Hz) (Motion Lab Systems Inc., Baton Rouge, LA,
USA). We filtered EMG signals using a high-pass third-order
zero-lag Butterworth filter (35 Hz). Next, we subtracted the mean
value, rectified the signals, and then low pass–filtered the signals.
Using the filtered signals, we quantified the duration between per-
turbation onset and reactive soleus activation, defined as when the
EMG signal increased two SDs above the maximum quiet standing
value during the 500 ms before perturbation onset for the respective
trial.We removed soleusmuscle activity data from one outlying par-
ticipant because they exhibited initial reactive muscle activity that
was >5 interquartile ranges beyond the third quartile of the
cohort’s amplitude. Because of technical issues, we are missing ti-
bialis anterior muscle activity data from one participant’s baseline
ExoBoot trials.

To find the neuromechanical variable that best relates to the
user’s initial balance-correcting response, we reconstructed soleus
muscle activity during the initial 250 ms after perturbation onset
using a sensorimotor response model (17). We ran the model
with multiple neuromechanical feedback channels that theoretically
relate to sensory feedback: CoM horizontal acceleration and veloc-
ity; biological ankle moment and angle; and soleus fascicle force,
length, and velocity. For each signal (s), we determined a feedback
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gain (k) and time delay (λ) to reconstruct soleus muscle activity
(Actrec) during the baseline condition (Eq. 3).

Actrec ¼ ksignal � sðt � λÞ ð3Þ

Consistent with our study design, we assumed that each partic-
ipant’s initial neuromechanical state was not different across
ExoBoot conditions. On the basis of this assumption, we used the
same set of gains and delays of each feedback channel to reconstruct
the initial soleus activation during the artificially fast and physiolog-
ically delayed conditions. To determine the goodness of fit, we cal-
culated the variance of soleus activation that each neuromechanical
parameter accounted for.

Statistical analyses
We performed repeated-measures analyses of variance (ANOVAs)
to determine whether ExoBoot condition related to standing
balance threshold. We performed independent linear mixed
models to quantify how ExoBoot condition related to each neuro-
mechanical variable at/over distinct time points: random factor—
participants; independent variables—ExoBoot condition and
support surface displacement magnitude; dependent variables—
center of pressure, CoM acceleration, CoM velocity, CoM excursion,
total and biological ankle moment, ankle angle, soleus fascicle force,
soleus fascicle velocity, soleus fascicle length, soleus and tibialis an-
terior initial reactive muscle activity, ExoBoot torque onset latency,
and the variance accounted for between soleus initial reactive
muscle activity and the aforementioned biomechanical parameters.
For every linear mixedmodel that we performed, we initially ran the
model checking for interactions between ExoBoot condition and
support surface displacement. If there were no significant interac-
tions, we reran the model with ExoBoot condition and support
surface displacement as independent variables. If support surface
displacement did not interact with the dependent variable, we
dropped support surface displacement from the model and reran
it. Otherwise, if there was a significant interaction or effect of
support surface displacement, we interpreted the influence of
ExoBoot condition on the dependent variable at the baseline stand-
ing balance threshold (23.3 cm). We interpreted the effect size of
ExoBoot condition on the dependent variable (β). We set signifi-
cance for all statistical tests as α = 0.05 and performed analyses
using RStudio (RStudio, Boston, MA, USA).
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